
• AP0 blower repairs on Sunday
• A:PRPI16 came into alarm. Plotting 10 weeks back shows that it was reading steady until early July 

28 (the night of the power outage) and has been trending down since then .  
• Data logger shows not only PRPI16 has been dropping, but PIDT16 has been increasing. Consulted 

with J Makara, The problem may be from contamination plunging the common tap. The dewar 
level is unaffected. PIEVUH stem valve is 10 psid.
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Possible contamination in pbar frig

   Morning Summaries Page 5    


